AMENDMENT NO. 1 APRIL 2012 
TO 
IS 14879 : 2000 ANTERIOR SPINAL HYPEREXTENSION 
(ASH) BRACE — SPECIFICATION 


(Page 2, table under Fig. 1) — Substitute the following for the existing 
dimensions: 


Dimension Min Max 
A 330 500 
B 310 380 
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